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NIPRO DIABmES SYSTEM 
3150 N.W. 107 Avenue I 

Miami, Florida 33t72 

F ~ X :  (m5) 599-8454 
Tel.: (305) 599-7174 

Cont;tcr Person: Kirk Ramey 
Senliar Vice President 

Date of Summary P r e p a d a n :  June 14,2002 

Trade Name: ~jucqpt'c Miasiati Pump 

Classification Name: Electrical ,&on infusion pump (21 CFR §SS0.5725), C h  

3807.92 (a)(3) 

Legally Marketed Substantially t Gquivalent Devices: Disetronic EI-Tran Plus V 100 infusion 
pump (K973044) and Minim& 'vfodel507 (K960001) 

13 escriptiori of Device: The GhicIPro Inksion Pump i s  intended far use with tile disposable 
compatible infUsicPn sets and the Ghir oPro syringe for subcutaneous delivery o f  insuiin. The 
catheter or iieedle &the compatible irrfl&m set is inserted into .the subcutaneous tissue of the user 
and is connected to the syringe that i.; :he drug reservoir, The syringe Is instaJled in the infusion 
pump and attwhed by means of screw tl treads. The medicine solution is delivered tmd infused ism 
the user continaously, The user sets c. oittiiiuuus basal infusion rate an# selects bolus delivery. The 
ifision pump contains many s&&y ieatures including alarms to indicate infusion error or sys:em 
inalhctioti. 

The pump is 91 nun wide, 52 mm in ltei;jht, atid 21 inm in depth. It weighs 80 gr3ms. The power is 
supplied by a l2iuacell CR-2 (3V) ba ~ e ! y  (or equivalent) that shauld last 30 - 60 days. 



Ci807.92 (a)(5) 

Intended Use: The GIucoPiio infusion Pump is intended for the subcutaneous 
infLsiori of insulin, 

$307.92 (a)(G) 

Comparison of Technical Charactel istics; 

The CrlucoPro lnfusion Pump is siinilar to legally marketed 
devi ,;es with the same intended use and design, 
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DEPARTMENT OF HEALTH &HUMAN SERVICES Public Health Service 

Food and Drug Administration 
9200 Corporate Boulevard 
Rockville MD 20850 

JUM 2 4 2002 

C/O Ms. Kaelyn B. Hadley 
Consultant 
Nipro Diabetes Systems, Incorporated 
13 84 Copperfield Court 
Lexington, Kentucky 405 14 

Re: KO13309 
Trademevice Name: GlucoPro Infusion Pump 
Regulation Number: 880.5725 
Regulation Name: Infusion Pump 
Regulatory Class: I1 
Product Code: LZG 
Dated: March 2 1 , 2002 
Received: March 28,2002 

Dear Ms. Hadley: 

We have reviewed your Section 5 lO(k) premarket notification of intent to market the device 
referenced above and have determined the device is substantially equivalent (for the 
indications for use stated in the enclosure) to legally marketed predicate devices marketed in 
interstate commerce prior to May 28, 1976, the enactment date of the Medical Device 
Amendments, or to devices that have been reclassified in accordance with the provisions of 
the Federal Food, Drug, and Cosmetic Act (Act) that do not require approval of a premarket 
approval application (PMA). You may, therefore, market the device, subject to the general 
controls provisions of the Act. The general controls provisions of the Act include 
requirements for annual registration, listing of devices, good manufacturing practice, 
labeling, and prohibitions against misbranding and adulteration. 

If your device is classified (see above) into either class I1 (Special Controls) or class I11 
(PMA), it may be subject to such additional controls. Existing major regulations affecting 
your device can be found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In 
addition, FDA may publish further announcements concerning your device in the Federal 
Register. 

Please be advised that FDA’s issuance of a substantial equivalence determination does not 
mean that FDA has made a determination that your device complies with other requirements 
of the Act or any Federal statutes and regulations administered by other Federal agencies. 



Page 2 - Ms. Hadley 

You must comply with all the Act's requirements, including, but not limited to: registration 
and listing (21 CFR Part 807); labeling (21 CFR Part 801); good manufacturing practice 
requirements as set forth in the quality systems (QS) regulation (21 CFR Part 820); and if 
applicable, the electronic product radiation control provisions (Sections 53 1-542 of the Act); 
21 CFR 1000-1050. 

This letter will allow you to begin marketing your device as described in your Section 
5 1 O(k)  premarket notification. The FDA finding of substantial equivalence of your device to 
a legally marketed predicate device results in a classification for your device and thus, 
permits your device to proceed to the market. 

If you desire specific advice for your device on our labeling regulation (2 1 CFR Part 80 1. 
and additionally 21 CFR Part 809.10 for in vitro diagnostic devices), please contact the 
Office of Compliance at (301) 594-4618. Additionally, for questions on the promotion and 
advertising of your device, please contact the Office of Compliance at (301) 594-4639. 
Also, please note the regulation entitled, "Misbranding by reference to premarket 
notification" (2 1 CFR Part 807.97). Other general information on your responsibilities under 
the Act may be obtained from the Division of Small Manufacturers, International and 
Consumer Assistance at its toll-fiee number (800) 638-2041 or (301) 443-6597 or at its 
Internet address h t tp :  //www. fda .sov/cdrh/dsma/dsmamain. html 

Directdr 
Division of Dental, Infection Control 

and General Hospital Devices 
Office of Device Evaluation 
Center for Devices and 

Radiological Health 

Enclosure 



Indicatioxis lor Use Statement 

53Q(k> number (if known): KO13309 

Device name: GlucoPro Idusion P u n 3  

Common Name: Syringe Dump 

Classification Name: Electrical piston infilsian pump 

Praduct code: K G  

Classific;ltio1~:~~50.5725. Class ZI 

Indications €or use: The GlucoPra Infirsion Pump is intended for the subcutaneous infiision of 
insulin. 

please do not write below this line- concinue on another page if needed.) 

Concurrence of CDRH, 'Gffice of Device Evaluation (ODE) 

Prescription Use . OR 
(Per 21 CFR SOLlOS) 

Over-The- Counter- Use- 
Format 1-2-9 ) 

I 

-7- 


